Abstract: Brain computer interfaces have many algorithms based on the P300 component of ERP. Modern industry has started to produce consumer grade EEG equipment which is handy and not too expensive. This gives us an opportunity to use BCI in everyday practice. In order to improve the performance of these devices we need effective algorithms for time series analysis and pattern recognition. We have tested Emotiv Insight headset in real live environment and we have conducted several tests for series of standard wavelets in P300 pattern recognition task.
Introduction
Modern population is becoming older every year. In the 20th century the average life expectancy rose significantly [1] . This resulted in bringing about several ageing-related blocking diseases such as amiotrophic lateral sclerosis (ALS), brainstem stroke and others [2, 3] . Heart diseases have become the main cause of death since the middle of the 20th century [4] . They lead to after-effects which can be the cause of complete or partial paralysis. The rehabilitation of these people increases the expenses allocated by a developed country's government on healthcare system [5, 6] . All these factors require fast development of effective and cheap brain-computer interfaces. If BCI equipment is used together with appropriate medical and rehab devices, it can considerably improve the abilities of movement-constrained patients. Nowadays brain-computer interfaces (BCI) can use several different types of input signals from brain: the P300 component of ERP-wave, imagery movements, slow cortical potentials (SCP), steady state visually evoked potential (SSVEP) [7] . Modern industry has produced a lot of devices which use some of these concepts. However, in everyday rehabilitation clinical practice their use is limited. One of the main causes is the cost of the software and hardware parts of the brain-computer interfaces. Low-cost devices often have poor SNR (signal-to-noise ratio) characteristics. The modern methods of digital signal processing and machine learning can greatly improve the accuracy of consumer class equipment. This improvement should give an opportunity to use EEG devices for medical and rehabilitation facilities.
The implementation of wavelet analysis for the recognition of P300 ERP component in EEG signal registered with the help of Emotiv Insight (Emotiv Inc., http://emotiv.com/insight/) is shown in this paper.
Materials and methods
A group of 5 healthy men aged 29-44 (35.8 ± 7.2) participated in our experiments. We recorded EEG signals with 5-channel Emotive Insight EEG headset (Fig. 1 ). This device uses channels AF3, AF4, T7, T8, Pz according to the international 10-20 system (Fig. 2) . The reference electrode was always placed at the left ear. We used software that showed stimulus on the computer display («eSpeller», Java 1.8, Windows 7, granted by CPR LLC, Samara, Russia). That software had been designed with "single character paradigm" [11] . EEG was recorded in a small office room; all tests were performed when it was daylight. There was some noise made by PC coolers. Datasets were recorded with the sampling rate 128 sec -1 . The obtained data was analyzed with MathWork® MATLAB R2015a (http://www.mathworks.com) in Department of BCI of Samara State Medical University, and R statistical package (https://www.r-project.org).
Experimental design
We carried out our experiments within 9 days between 12:00 and 18:00. Each participant sat in front of the PC display. The distance from a participant's eyes to the display was 0.5-0.7 m.
The participant wearing Emotiv Insight EEG headset was gazing at the display, when eSpeller software showed him the square window with 250-mm-side size divided by 9 equal cells in the form of 3x3 matrix with a dot in each cell. The software flashed the cells in random order. 'Flashed' means changed the image in the cell: it made the dot one and a half as large and it also altered the color from grey [RGB 179,179,179] to red [RGB 255, 0, 0] (Fig. 3) . Each of the 9 cells was flashed only once in each cycle. One cycle consists of 9 flashes. We set stimulus duration to 120 ms and pause duration to 180 ms. Therefore, ISI (interstimulus interval) was set to 300 ms [22] . The 20 flashing cycles completed one experimental session. There was a 10-sec break between the sessions. Each participant had a task to concentrate on the only one cell at the moment. That cell was defined as target cell and the red dot in this cell was called target visual stimulus. Therefore, the other 8 cells were called non-target cells, and the red dots in them were named non-target visual stimulus. The cells were flashed in random order.
In the course of the experiment each participant gazed at cells 1-9 in succession (Fig. 4) . A participant gazes at the cell 1 first, after 20 flashing cycles they have a 10-sec break and then they continue with cell 2. They repeat this procedure up to cell 9.
We presented visual stimuli and recorded EEG signals making time stamps simultaneously. As a result, we got 9 files, one for each session, in accordance with the number of cells which were gazed at by a participant. We conducted 3 trials for each participant. All the participants were healthy dexter men and they were volunteers. In this paper the subjA, subjB, subjK, subjP, subjS represent the participants. Therefore, we conducted 15 trials and recorded 135 EEG-signals -9 files × 3 trials × 5 participants.
Continuous and discrete wavelet transformations
The Fourier transform requires stationarity of the signals and does not locate any events in the signal in time domain. The wavelets give us this opportunity. The wavelets spread in many areas such as time series analysis, image processing, variance stabilization and others. [12, 13] . One of the features of the wavelets is scaling, which variates the width of the time window used for the analysis [14] . A wide class of functions can be represented as wavelets, and then we can create an adapted wavelet from time series data. Up until now many different wavelets have been created and they have a wide area of applications. For example, they are Morlet, Daubechies, "mexican hat" wavelets. The Matlab wavelet toolbox presents 16 distinct wavelet families.
The function ( ) which satisfies the next conditions is called wavelet: When these conditions are adhered to, there should be an interval [− , ] of finite length and the value of ( ) close to 0 outside of that interval. As a result, we obtain the "small wave" or "wavelet" [15] . We used Daubechies wavelets (db4 and db6) for our work, which are shown in Fig. 5 . Therefore, we can define discrete (dyadic) wavelet transform as:
The discrete wavelet transform adds some more constraints to the function ( ) [16, 17] . However, we can still perfectly reconstruct a signal from its discrete wavelet transform coefficients. In the case of the orthogonal wavelets this is: 
Results
The CWT can be used for the recognition of the patterns which have the form of the wavelet function [18] . When we transform a signal to the wavelet coefficients, the maximum coefficient gives time and scale where the pattern appears. We have analyzed the signals which were recorded during experiment using well-known wavelets such as Daubechies (db 4, 6), reverse biorthogonal wavelets (rbio) and symlets (sym). These wavelets were used in many previous works for EEG filtering and analysis [19 -21] .
One epoch consisted of 128 samples (1 sec), which were counted from the start of visual stimulus. Then we averaged 20 epochs and next we eliminated all linear trends and normalized the averaged signal. For each wavelet we filtered a signal with the same wavelet. For the CWT we used scales 1-64, which covered frequencies 0-30 Hz, and the time interval from 230 ms to 700 ms. It is known from the previous works that P300 component normally appears in that time window [22] . We calculated the total of coefficient's maximum at each time point; this statistic was used for pattern recognition:
where С 7, 8 CWT coefficients, -time window width.
We obtained the accuracy of pattern recognition of P300 component for given wavelets. In Tables  1 -4 we showed the accuracy of the algorithm for different numbers of the averaged epochs. The maximum accuracy for each participant is marked yellow. The maximum accuracy among the participants is marked green. 
Discussion
We can sum up the results obtained from our experiments:
-classification accuracy depends strongly on the number of target stimuli. For example, the maximum accuracy for participant subjS changed from 48,15% to 81,48%, when we increased the number of target stimuli from 5 to 20; -classification accuracy strongly depends on a participant. For example, the accuracy for participant subjP was 37,04% and 81,48% for participant subjS (within 20 averaged epochs for both); -classification accuracy depends weakly on the wavelet chosen. For example, the accuracy for participant subjS was 74.07% with wavelet Sym6 and 81,48% with wavelet Rbio3.5; -the average of the classification accuracy was 54,4±7,7% with 20 target stimuli. The minimum was 33,33% for participant subjP with wavelet Db4; the maximum was 81,48% for participant subjS with wavelet Rbio3.5.
We can conclude that the current realization of wavelet algorithm for patter recognition in EEG signals has several drawbacks: a low level of generalization and low overall accuracy even with a large quantity of target stimuli. We think there are several reasons for this:
-there are anthropomorphic differences between subjects. The shape and time localization of the ERP-waves and their P300 component have high variance among humans. Our results confirm that wellknown fact; -the wavelets chosen, in general, have a shape similar to ERP-wave, but this is not a sufficient condition for detection. We can suppose that the adapted wavelet will show a better performance; -we can presume that the Emotiv Insight device has hardware or software design features which make an effect on the given algorithm and do not allow us to get a better result.
Conclusion
We have presented an algorithm for the P300 component detection in an EEG signal using several well-known wavelets. This algorithm can be used with Emotiv Insight device for a certain category of people. Additional testing of the accuracy level for a certain participant is required before using the given algorithm. Accuracy is likely to be improved if the adapted wavelet is used, and we are planning this investigation in the future.
The results obtained need more investigation. For example, we can test the given algorithm on the data acquired with other EEG equipment. Also, we could try to adapt a wavelet to the individual pattern of the ERP wave of a participant.
